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Foreword 


The  uniaxial  strain  test  equipment  and  the  special  soil  specimen 
preparation  procedures  described  herein  were  developed  in  conjunction  with 
research  on  propagation  of  ground  shock  through  soils  being  conducted  by- 
personnel  of  the  Soils  Division,  U.  S.  Army  Engineer  Waterways  Experiment 
Station  (WES),  for  the  Defense  Atomic  Support  Agency. 

This  paper  is  based  on  material  assembled  for  discussion  at  the 
Session  on  Testing  of  Soils  at  High  Pressure  sponsored  by  the  ASTM  South¬ 
eastern  District  Committee  and  the  ASCE  Georgia  Section  Soil  Mechanics 
Group  at  the  ASTM  National  Fall  Meeting,  October  4,  1968. 

This  paper  was  prepared  by  Mr.  J.  G.  Jackson,  Jr.,  Chief,  Impulse 
Loads  Section,  Soil  Dynamics  Branch,  WES ,  under  the  general  supervision 
of  Messrs.  W.  J.  Turnbiill  and  A.  A.  Maxwell,  Chief  and  Assistant  Chief, 
respectively,  WES  Soils  Division. 

Director  of  the  WES  during  the  preparation  and  publication  of  this 
paper  was  COI.  Levi  A.  Brown,  CE.  Technical  Director  was  Mr.  J.  B.  Tiffany. 
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Conversion  Factors 


British  to  Metric  Units  of  Measurement 


British  units  of  measurement  used  in  this  report  can  be  converted  to 


metric  units  as  follows: 

Multiply 

_  By 

To  Obtain 

inches 

2.54 

centimeters 

pounds 

0.45359237 

kilograms 

pounds  per  square  inch 

0.070307 

kilograms  per  square  centimeter 

pounds  per  cubic  foot 

16.0185 

kilograms  per  cubic  meter 

kips 

453.59237 

kilograms 

tons 

907.185 

kilograms 

Summary 


The  soil  stress-strain  relations  of  most  interest  for  blast -oriented 
problem  analyses  are  those  obtained  from  tests  in  which  controlled  impul¬ 
sive  stresses  are  applied  to  soil  specimens  confined  so  as  to  deform  in  an 
undrained  state  of  uniaxial  strain.  Unique  uniaxial  strain  test  equipment 
and  procedures  currently  in  use  at  the  U.  S.  Army  Engineer  Waterways  Ex¬ 
periment  Station  for  conducting  both  fundamental  research  studies  and 
investigations  of  field  sites  are  briefly  described  herein.  Special  pro¬ 
cedures  for  producing  laboratory-prepared  and  undisturbed  test  specimens 
of  high  quality  are  also  described  along  with  test  results  obtained  from 
a  wide  variety  of  soil  types. 


UNIAXIAL  STRAIN  TESTING  OF  SOILS  FOR  BLAST-ORIENTED  PROBLEMS 


Introduction 


1.  A  major  factor  in  the  design  and  analysis  of  hardened  defense 
installations  is  the  assessment  of  ground  stresses  and  motions  to  which 
the  structures  will  be  subjected.  As  the  ground  shock  moves  from  the 
explosion  to  the  structure,  its  energy  is  attenuated  by  the  soils  through 
which  it  propagates.  Thus,  there  is  a  continuing  requirement  to  establish 
both  the  functional  form  and  the  quantitative  definition  of  various  soil 
constitutive  relations  or  stress-strain  properties,  particularly  those 
which  most  affect  the  propagation  and  attenuation  of  high-intensity  stress 
waves.  For  these  blast-oriented  problems,  the  most  useful  stress-strain 
relations  currently  being  generated  are  those  from  controlled  impulsive 
stresses  applied  to  undisturbed  soil  specimens  confined  so  as  to  deform  in 
an  undrained  state  of  uniaxial  strain. 

?.  The  purpose  of  this  paper  is  to  briefly  describe  the  unique  uni¬ 
axial  strain  test  equipment  currently  in  use  at  the  U.  8.  Army  Engineer 
Waterways  Experiment  Station  (WES)  as  well  as  some  of  the  special  sample 
preparation  and  testing  techniques  that  have  been  developed  in  conjunction 
with  it.  Typical  test  results  are  also  presented. 

Uniaxial  Strain  Testing  Equipment 

3.  The  WES  facilities  for  uniaxial  strain  soil  property  testing 
consist  of  two  gas-actuated  ram  loaders  capable  of  applying  variable- 
intensity  impulsive  loads  that  are  characteristic  of  airblasts  and  various 
test  chambers  which  convert  the  ram  load  to  a  uniform  axial  pressure 
applied  to  the  top  surface  of  a  laterally  constrained  soil  specimen.  The 
WES  Dynapak  ram  loader  in  position  for  a  uniaxial  strain  test  is  shown  in 
fig.  1.  The  Dynapak  loader  is  used  to  apply  preprogrammed  dynamic  loads 
of  up  to  25  kips*  with  rise  times  to  peak  load  ranging  from  1  to  40  msec, 

*  A  table  of  factors  for  converting  British  units  of  measurement  to  metric 
units  is  presented  on  page  ix. 
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hold  times  from  0  to  and  decay  times  from  25  to  1000  msec;  details  of 
its  design  and  operating  characteristics  have  been  published  previously.* 

A  new  SECO  loader  has  recently  been  acquired  which  can  be  used  to  apply 
similar  impulsive  loads  of  up  to  100  kips;  this  loading  machine  is  shown 
in  fig.  2. 

10-in. -diam  device 

4.  A  cutaway  drawing  of  the  WES  10-in. -diam  uniaxial  strain  device 
is  shown  in  fig.  3 •  Load  from  the  ram  is  transmitted  through  three 
columns  to  a  piston  which  compresses  a  fluid  to  uniformly  load  the  soil 
specimen.  Pressure  is  measured  in  the  fluid  so  that  3-ring  friction  and 
piston  inertia  do  not  create  applied  stress  measurement  problems .  The 
specimen  is  kept  thin  or  wafered  in  order  to  minimize  sidewall  friction 
effects  and  to  permit  a  uniform  state  of  stress  to  develop  within  the 
specimen  due  to  multiple  internal  stress  reflections.  Specimens  are  10  in. 
in. diameter  and  may  be  either  1  in.  or  2-l/2  in.  thick,  depending  upon' 

the  anticipated  compressibility  and  gradation  of  the  soil  being'  tested. 
Surface  deflections  are  measured  at  four  points  across  the  specimen  using 
linear  variable  differential  transformers  (LVDT's);  special  provisions 
have  been  incorporated  into  this  measurement  system  to  eliminate  core  rod 
friction  and  chamber  fluid  leakage  while  permitting  calibration  of  the 
magnetically  sensitive  coils  in  the  actual  test  environment.  Strain  is 
calculated  from  the  surface  deflection  and  the  height  of  the  soil  chamber 
by  the  usual  assumption  that  strain  within  the  specimen  is  uniform  from 
top  to  bottom. 

5.  The  10-in.-diam  device  is  extremely  versatile;  it  can  be  used  to 
conduct  static  and  dynamic  tests  for  purposes  of  fundamental  research  as 
well  as  for  practical  engineering  applications,  on  either  laboratory- 
prepared  or  field-sampled  specimens  of  all  soil  types,  under  pressures 


*  R.  W.  Cunny  and  R.  C.  Sloan,  "Dynamic  Loading  Machine  and  Results  of 
Preliminary  Small-Scale  Footing  Tests,"  American  Society  for  Testing 
and  Materials  Special  Technical  Publication  No.  305,  1961;  and  J.  G. 
Jackson,  Jr.,  and  P.  F.  Hadala,  "Dynamic  Bearing  Capacity  of  Soils; 
Report  3,  The  Application  of  Similitude  to  Small-Scale  Footing  Tests," 
Technical  Report  No.  3-599?  U.  S.  Army  Engineer  Waterways  Experiment 
Station,  Vicksburg,  Mississippi,  Dec  1964. 
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ranging  up  to  2000  psi.  Design  and  evaluation  of  this  device  and  its  high- 
quality  performance  have  been  described  in  considerable  detail  by  Schindler 
in  his  Ph.  D.  dissertation;*  an  abbreviated  version  of  his  dissertation  is 
also  in  publication . x  * 

5-in. -diam  device 

6.  When  a  soil  sample  is  removed  from  the  ground  its  geostatic 
overburden  stresses  are  relieved  resulting  in  some  volumetric  expansion 

of  the  sample.  Since  a  principal  boundary  condition  of  the  uniaxial  strain 
test  involves  the  absence  of  strain  in  the  lateral  direction,  special  pro¬ 
cedures  (to  be  dascribed  later)  have  been  devised  for  preparing  test  speci¬ 
mens  without  extruding  them  from  the  l/8-in. -wall- thickness  steel  tubes 
used  to  extract  the  samples  from  the  field  site.  Although  the  lateral 
expansion  of  such  specimens  is  restricted,  they  can  readily  expand  axially 
and  thus,  prior  to  live  loading,  must  be  recompressed  under  a  static  axial 
pressure  approximately  equal  to  the  geostatic  overburden  stress  at  the 
depth  from  which  the  sample  was  obtained. 

7.  The  5-in. -diam  uniaxial  strain  device  is  simply  an  adaptation  of 
the  basic  10-in. -diam  device  modified  for  the  express  purpose  of  testing 
undisturbed  specimens  lathed  from  5-l/4-in.-OD  by  5-in. -ID  Shelby  tubes. 

A  cutaway  drawing  of  the  5-in. -diam  device  is  shown  in  fig.  4.  Doughnut¬ 
shaped  inserts  were  machined  for  the  1-  and  2-l/2-in. -deep  soil  containers 
to  receive  the  Shelby-tube  ring  specimens;  a  similarly  shaped  insert  was 
made  to  adapt  the  fluid  container  for  a  5-in. -diam  piston  loading  assembly. 
New  upper  container  and  LVDT  coil  support  plates  were  also  required. 

Strain  measurement  is  made  by  a  single,  centrally  located  LVDT. 

Adjustable  lateral  stress  device 

8.  Calculations  for  two-dimensional  problems  involve  not  only 
vertical  stresses  and  motions  but  also  radial  or  lateral  response. 

*  L.  Schindler,  "Design  and  Evaluation  of  a  Device  for  Determining  the 
One -Dimensional  Compression  Characteristics  of  Soils  Subjected  to 
Impulse-Type  Loads,"  Ph.  D.  thesis  submitted  to  the  University  of 
Illinois,  Urbana,  Illinois,  1968. 
x*  L.  Schindler,  "An  Improved  Facility  for  Testing  Soils  in  One- 

Dimensional  Compression,"  paper  submitted  for  publication  in  Proceedings 
of  the  Symposium  on  Wave  Propagation  and  Dynamic  Properties  of  Earth 
Materials,  University  of  New  Mexico,  Albuquerque,  New  Mexico,  May  1967. 
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Therefore,  information  relating  axial  and  radial  stresses  is  a  necessary- 
input  to  such  calculations.  The  ratio  between  radial  stress  and  axial 
stress  for  the  condition  of  zero  radial  strain  (i.e.,  the  state  of  uni¬ 
axial  strain)  defines  an  extremely  useful  soil  property  called  the  co¬ 
efficient  of  earth  pressure  at  rest  (K°).  The  WES  adjustable  lateral 
stress  device  was  constructed  to  provide  quantitative  data  about  K°  for 
undisturbed  soils  subjected  to  high-pressure  loading  and  unloading  under 
static  conditions. 

9-  The  device  is  a  relatively  simple  modification  of  the  5-in.- 
diam  uniaxial  strain  device  previously  described;  a  cutaway  drawing  is 
shown  in  fig.  5-  When  the  soil  container  insert  is  in  place,  a  sealed 
chamber  surrounds  the  Shelby-tube  specimen.  As  the  specimen  is  axially 
loaded,  oil  in  the  lateral  pressure  chamber  is  pressurized  through  an 
inlet  in  the  base  to  prevent  lateral  expansion  of  the  specimen;  the  lateral 
pressure  can  be  relieved  as  necessary  to  prevent  contraction  of  the  speci¬ 
men  as  the  axial  load  is  removed.  The  absence  of  lateral  strain  through¬ 
out  the  test  is  indicated  by  the  "null"  reading  of  a  calibrated  strain- 
gaged  band  placed  around  the  Shelby-tube  specimen. 

15,000-psi  device 

10.  For  nuclear  weapons  effects  related  problems,  there  is  an  urgent 
need  for  a  capability  to  determine  meaningful  soil  constitutive  properties 
under  controlled  staces  of  stress  much  higher  than  the  2000-psi  capability 
of  the  previously  described  devices.  In  response  to  this  need,  a  uni¬ 
axial  strain  device  for  static  and  dynamic  testing  of  5-in.-diam  undis¬ 
turbed  specimens  at  pressures  of  up  to  15,000  psi  is  now  being  constructed. 

11.  A  cutaway  drawing  of  the  15,000-psi  device  is  shown  in  fig.  6. 
Although  this  device  is  similar  in  principal  to  other  WES  devices,  there 
are  perhaps  three  distinguishing  features  which  should  be  pointed  out. 
First,  since  at  15,000-psi  pressures  even  steel  deforms  significantly,  the 
chamber  wall  thickness  has  been  increased  substantially  to  limit  the 
radial  strain  and  thus  maintain  an  essentially  uniaxial  strain  condition. 
The  second  factor  results  from  the  fact  that  one  cannot  generate  15,000 
psi  on  a  5-in.-diam  piston  with  a  100-kip  loading  machine.  Thus,  a  force 
multiplier  technique  had  to  be  devised  wherein  a  loading  piston  smaller  in 
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diameter  than  the  soil  sample  was  used  to  pressurize  the  fluid  chamber. 

The  third  and  most  crucial  factor  is  that  the  unique  LVDT  strain  measure¬ 
ment  system  currently  being  used  with  the  other  WES  devices  is  not  suitable 
for  use  at  this  extremely  high  pressure  since  the  increased  wall  thickness 
required  for  the  cere  housing  would  prevent  an  acceptable  coil  response. 

A  new  strain  measurement  system  is  being  employed  based  on  the  principle 
of  sensing  a  light  beam  that  is  emitted  from  a  probe  source  within  the 
fluid  chamber  and  reflected  from  the  surface  of  the  test  specimen.  This 
measurement  system  along  with  the  overall  device  assembly  is  currently 
undergoing  checK-out  and  evaluation. 

Specimen  Preparation  Procedures 

1?.  As  previously  mentioned,  tests  may  be  conducted  either  on 
carefully  controlled  laboratory-prepared  specimens  for  purposes  of  funda¬ 
mental  research  or  on  undisturbed  field  specimens  in  conjunction  with 
various  site  investigations. 

Laboratory-prepared  s"  ecimens 

13.  Prepared  specimens  of  all  soil  types  can  be  placed  directly 
into  the  soil  chamber  by  any  of  the  conventional  placement  techniques.  Co¬ 
hesive  soils,  for  instance,  may  be  placed  by  dynamic  compaction  as  shown 

in  fig.  7*  Dry  sand  specimens  are  prepared  by  a  "raining"  technique  in 
which  the  sand  falls  through  a  series  of  holes  uniformly  distributed  over 
the  area  of  a  circular  plate,  and  then  through  a  set  of  nine  screens  as 
shown  in  fig.  8.  This  WES-developed  multiple -orifice  sand  sprinkler  can 
repeatably  produce  exceptionally  uniform  specimens  of  specified  relative 
density  which  are  quite  useful  for  test  device  calibration  and  evaluation 
purpose;; . 

Undisturbed  field  specimens 

14.  Of  much  more  practical  interest,  however,  is  the  preparation 
and  testing  of  undisturbed  field  specimens.  The  tube  or  ring  containing 
the  soil  specimen  is  carefully  machined  and  the  specimen  trimmed  to  a 
length  exactly  equal  to  the  depth  of  the  test  device  soil  container.  For 
tests  in  the  10-in. -diam  device,  the  specimen  and  ring  are  placed  in  the 
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center  of  the  soil  container  and  the  volume  between  the  ring  and  the  con¬ 
tainer  wall  is  filled  with  compacted  sand  as  shown  in  fig.  9*  Although 
the  specimen  container  ring  does  not  contact  the  wall  of  the  basic  soil 
container,  the  tendency  of  soil  particles  and  moisture  from  the  specimen 
to  be  squeezed  out  under  the  confining  ring  or  for  the  confining  ring  to 
strain  radially  is  resisted  by  the  same  pressure  in  the  sand  that  surrounds 
it.  For  tests  in  the  5-in.-diam  device,  the  specimen  ring  is  restrained 
directly  by  the  steel  soil  container  insert  or  doughnut  as  shown  in 
fig.  10.  Thin  steel  shims  are  used  as  necessary  to  ensure  a  snug  fit 
between  the  specimen  ring  and  the  doughnut  insert. 

15.  Shelby-tube  ring.  A  procedure  for  preparing  uniaxial  strain 
test  specimens  within  Shelby-tube  rings  was  devised  to  prevent  specimen 
disturbance  by  extrusion  from  the  sample  tubes  used  to  extract  them  from 
the  field.  However,  disturbance  from  all  aspects  of  preparation  and 
trimming  must  be  kept  to  a  minimum;  therefore,  any  metal  cutting  procedure 
used  to  get  a  specimen  into  the  desired  configuration  must  keep  vibration 
and  heat  to  a  minimum. 

16.  The  possible  metal  cutting  procedures  considered  were  (a)  saw¬ 
ing  with  a  band  saw,  (b)  cutting  on  a  lathe  using  a  parting  tool,  and 

(c)  machining  on  a  lathe.  Sawing  with  a  band  saw  (a)  caused  an  undesir¬ 
able  level  of  vibration  and  a  relatively  rough  metal  edge  that  would 
possibly  rupture  the  rubber  membrane  sealing  the  specimen  from  the  pres¬ 
surized  fluid;  this  option  was  therefore  abandoned.  The  parting  tool 
method  (b)  consisted  of  using  the  tool  in  a  longitudinally  fixed  position 
on  the  lathe  and  rotating  the  Shelby  tube  fastened  in  the  lathe  chucks. 

As  the  tube  rotated,  the  parting  tool  moved  into  the  tube  and  made  a  cut 
directly  into  the  Shelby  tube,  the  width  of  the  cut  depending  on  the  tool 
used.  In  this  process,  three  faces  of  the  tool  contributed  friction  and 
caused  rather  severe  chatter  or  vibration  as  well  as  heating  of  the  sample; 
this  method  was  also  abandoned.  The  machining  or  turning  technique  (c) 
utilizes  the  same  lathe  setup  as  the  parting  tool  method  except  that  the 
machining  tool  makes  a  cut  into  the  tube,  and  as  the  tube  rotates,  the 
tool  moves  longitudinally  down  the  tube  at  a  feed  rate.  In  this  process, 
only  one  face  of  the  tool  is  in  contact  with  metal.  The  lathe  settings 
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governing  the  operation  are  chuck  revolutions  per  minute,  feed  rate  of 
the  machine  tool  down  the  lathe,  and  depth  of  each  cut.  These  settings 
are  controlled  by  the  machine  operator,  and  after  extensive  practice  and 
investigation,  settings  have  been  found  which  result  in  an  insignificant 
level  of  vibration  and  heat. 

17.  Fig.  11  shows  a  full-length  (37-in.)  Shelby  tube  chucked  in  the 
lathe  for  the  first  rough  machine  cut  about  J,/k  in.  away  from  the  desired 
finished  edge  of  the  test  specimen.  After  the  rough  machine  cut  through 
the  steel  tube,  a  wire  saw  is  used  to  cut  through  the  soil  sample  as  shown 
in  fig.  12.  A  separated  rough-cut  specimen,  which  is  immediately  coated 
with  a  protective  wax,  is  shown  in  fig.  13.  The  rough-cut  specimen  is 
then  chucked  in  the  lathe  and  fine -machined  on  each  end  to  obtain  the 
desired  final  1-in.  or  2-l/2-in.  dimension;  this  leaves  a  protective  thick¬ 
ness  of  soil  protruding  from  each  end  (see  fig.  1*0  which  is  waxed  prior 

to  storage  in  a  temperature-  and  humidity-controlled  room.  Finally,  the 
specimen  is  trimmed  flush  with  the  machined  faces  of  the  Shelby-tube  ring 
as  shown  in  fig.  15  just  prior  to  the  uniaxial  strain  test.  This  specimen 
preparation  procedure  has  been  extensively  used  and  has  proved  to  be 
quite  satisfactory  for  most  soils  encountered  during  a  variety  of  site 
investigations. 

18.  3.6-in.-diam  ring.  The  machining  procedure  described  above  is, 
of  course,  limited  to  soils  with  sufficient  cohesive  strength  to  remain 
stable  during  machining  while  chucked  in  a  lathe  and  turned  about  a  hori¬ 
zontal  axis.  Relatively  cohesionless  samples  fall  apart  or  pour  out  of' 
the  steel  Shelby  tube  when  the  lathe  cut  is  made.  This  limitation  has 
been  encountered  in  recent  testing  programs  that  included  lacustrine  de¬ 
posits  of  fine  sandy  silts  (ML)  and  silty  sands  (SM).  Fortunately,  how¬ 
ever,  good-quality  5-in.-diam  undisturbed  samples  of  these  materials  were 
obtained  in  the  usual  manner  by  immediate  extrusion  from  the  Shelby  tube 
in  the  field,  placement  in  6-in.-diam  cardboard  containers,  and  encasement 
in  paraffin  or  wax. 

IQ.  A  3*6-in>-diam  laboratory  sampler  was  designed  for  obtaining 
uniaxial  strain  test  specimens  from  these  5-in.-diam  wax -encased  undis¬ 
turbed  soil  samples.  The  sampler  essentially  consists  of  an  inner  specimen 
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container  ring  surrounded  by  an  outer  driving  sleeve  and  a  beveled  cutting 
shoe;  a  cutaway  drawing  of  the  sampler  is  shown  in  fig.  16.  After  the 
specimen  has  been  extracted  from  the  sample  by  jacking  or  advance  trimming 
(fig.  17),  the  driving  sleeve,  small  support  sleeve,  and  upper  collar  are 
removed  so  that  the  top  of  the  specimen  is  exposed  (fig.  18).  The  soil 
is  then  trimmed  flush  with  the  top  of  the  3.6-in. -diam  specimen  container 
ring  (fig.  19) ,  and  a  uniaxial  strain  device  adapter  is  placed  over  it 
(fig.  20).  Supported  by  the  adapter,  the  specimen  is  then  inverted,  the 
beveled  cutting  shoe,  large  support  sleeve,  and  lower  collar  are  removed, 
and  the  second  exposed  soil  surface  is  trimmed  flush  with  the  specimen 
container  ring  and  test  device  adapter  (fig.  21).  Fig.  22  shows  the  1-in.- 
high  by  5-lA-:*-n*  “<^-am  adapter  containing  a  0.9-in. -deep  by  3*6-in.-diam 
soil  specimen  just  prior  to  its  insertion  into  the  soil  container  for  the 
previously  described  5-ln.-diam  uniaxial  strain  test  device. 

Typical  Test  Results 

20.  The  following  uniaxial  strain  test  results  were  extracted  from 
six  different  laboratory  investigations  conducted  by  WES  within  the  last 
two  years.  They  were  selected  to  include  a  wide  variety  of  soil  types 
tested  using  each  of  the  previously  described  uniaxial  strain  test  devices 
and  specimen  preparation  techniques. 

Cohesionless  specimen  pre- 

pared  by  raining  ( 10-in. -diam  device) 

21.  The  soil  for  this  dynamic  test  was  an  air -dried,  uniform,  fine 
sand  (SP),  locally  referred  to  as  Reid-Bedford  model  sand.  It  was  placed 
in  the  10-in. -diam  by  1.0-in. -deep  soil  container  by  the  raining  tech¬ 
nique,  resulting  in  a  relative  density  (D^)  of  93-2  percent.  The  test  re¬ 
sults  are  shown  in  fig.  23  and  include  the  actual  applied  stress  and  strain 
response  time-histories  along  with  the  composite  stress-strain  relation 
during  both  loading  and  unloading  phases. 

Cohesive  specimen  prepared  by  dy- 
namic  compaction  (10-in. -diam  device) 

22.  The  soil  for  this  dynamic  test  was  a  light  tan,  sandy  clay  (CL) 
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obtained  from  Fort  Belvoir,  Virginia.  It  was  air-dried,  sieved  through  a 

No.  4  sieve,  mixed  with  water  to  obtain  a  water  content  of  10.6  percent, 

and  compacted  in  the  10-in. -diam  by  1.0-in. -deep  soil  container  (using- 

50  blows  of  a  10-lb  hammer  falling  18  in.)  to  a  dry  unit  weight  of  109.2 

pcf.  The  test  results  are  shown  in  fig.  24;  in  addition  to  the  stress 

and  strain  time -histories  and  composite  stress-strain  curve,  the  initial 

water  content  (w),  void  ratio  (e),  degree  of  saturation  (S),  dry  unit 

weight  (?, ),  and  specific  gravity  (G  )  are  given  as  well  as  percentages 
Cl  s 

by  volume  of  air  (V  ),  water  (V  ),  and  solids  (V  )  for  the  tested  ■ 
j  a  w  s 

specimen. 

Undisturbed  She3by-tube 

ring  specimen  (lO-in.-diam  device) 

23-  The  soil  for  this  dynamic  test  was  an  undisturbed  tan  silty 
clay  (CL),  locally  known  as  Vicksburg  loess,  obtained  from  the  site  of  a 
high-explosive  tunnel  demolition  investigation.  The  5-in. -diam  by  1.0- 
in.  -high  specimen  was  lathed  from  a  Shelby-tube  sample  and  placed  in  the 
center  of  the  10-in. -diam  uniaxial  strain  soil  test  container;  the  volume 
between  the  specimen  ring  and  the  container  wall  was  filled  with  dense 
sand  to  provide  lateral  restraint.  The  test  results  are  given  with  the 
initial  specimen  data  in  fig.  25- 

Undisturbed  Shelby-tube 

ring  specimen  (5-in. -diam  device) 

24.  The  specimen  for  this  dynamic  test  was  a  saturated,  gray, 
unoxidized  sandy  clay  (CL)  lathed  from  a  Shelby-tube  sample  taken  from  a 
Minuteman  site  founded  on  glacial  till  near  Hope,  North  Dakota.  The  5- 
in.-diam  by  2-l/2-in.-bigh  Shelby-tube  ring  specimen  was  placed  in  the 
steel  doughnut  insert  to  the  basic  soil  container  and  pressurized  stati¬ 
cally  with  a  21.0-psi  overburden-simulating  pressure  (oq)  prior  to  appli¬ 
cation  of  the  live  transient  load.  The  results  of  the  dynamic  test  are 
given  with  the  initial  specimen  data  in  fig.  26.  To  indicate  the  effect 
of  geostatic  overburden  stress,  the  initial  portions  of  the  stress-strain 
curves  from  two  other  unoxidized  specimens  obtained  from  the  same  boring 
and  tested  with  preloads  of  57  psi  and  93  psi  are  also  shown  in  fig.  26. 
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Undisturbed  3 .6-in. -diam 

ring;  specimen  (5-in •  -diarn  device) 

25.  The  soil  for  this  test  was  a  slightly  saturated,  essentially 
nonplastic  lake -bed  deposit  of  brown  sandy  silt  (ML)  obtained  in  con¬ 
junction  with  the  500-ton,  high -explosive  Operation  PRAIRIE  FLAT  at  the 
Watching  Hill  Test  Range,  Defence  Research  Establishment,  Suffield, 
Canada.  The  3.6-in. -diam  by  0.9-in. -high  specimen  was  extracted  from  a 
5-in.-diam,  wax -encased  undisturbed  sample  and  fitted  with  its  adapter 
into  the  5-in. -diam  uniaxial  strain  test  device.  The  results  of  the 
2000-psi  dynamic  test  are  given  in  fig.  27. 

Undisturbed  Shelby- 
tube  ring  specimen  (ad-  ' 
justable  lateral  stress  device) 

26.  The  soil  for  this  test  was  a  brown,  oxidized  sandy  clay  (CL) 
of  glacial  origin  obtained  from  a  Minuteman  site  near  Valley  City,  North 
Dakota.  The  5-in. -diam  by  2-l/2-in. -high  Shelby-tube  ring  specimen  was 
placed  in  the  adjustable  lateral  stress  insert  to  the  basic  soil  con¬ 
tainer  and  axially  pressurized  with  21  psi  to  simulate  the  vertical  over¬ 
burden  stress  relieved  when  the  sample  was  removed  from  the  ground.  A 
lateral  pressure  of  15  psi  was  applied  simultaneously  to  "null"  the 
resulting  lateral  strain.  The  relations  for  vertical  stress  versus  ver¬ 
tical  strain  and  vertical  stress  versus  lateral  stress  during  static 
live-loading  to  350  psi  and  subsequent  unloading  are  shown  in  fig.  28. 

Conclusion 


27-  Unique  equipment  has  been  developed  at  WES  for  conducting 
uniaxial  strain  tests  to  provide  stress-strain  data  for  blast -oriented 
analyses.  Special  sample  preparation  techniques  have  been  devised  to  re- 
peatably  produce  uniform  specimens  of  high  quality  for  purposes  of  funda¬ 
mental  research  and  field  specimens  for  various  site  investigations  with 
a  minimum  of  disturbance.  Data  obtaii  ed  from  a  wide  variety  of  soil  types 
using  this  equipment  and  these  specimen  preparation  techniques  have 
proved  to  be  quite  satisfactory. 


10 


PRESSURE 

TRA  'SDUCER  PUAN 


ASSEMBLE 

BOLT 


LOAD  COLUMN 
ADAPTER 


Blf*D  SCREW- 
HOT  COILS  — 


LVDT  COIL 
SUPPORT  PLATE 


~  LVDT  COIL 
SUPPORT 


COLUMN 


- UPPER  ASSEMBLE 
CONTAINER  PLATE 


_U 

FLUID  CONTAINER 

flexible  membrane 


SOIL  CONTAINER 


SECTION  A- A 


Fir. 


10-in. -Ji-m  uniaxial  strain  test  device 


PLAN 


dynapak  load 

COLUMN  ADAPTER 


LVDT  COIL 
SUPPORT  PLATE 


LVDT  COIL 
SUPPORT  COLUMN 


FLUID  CONTAINER 

FLUID  CONTAINER 
INSERT - 


UPPER  ASSEMBLY 
CONTAINER  PLATE 


FLUSH  MOUNTED 

PRESSURE 

TRANSDUCER 

FLEXIBLE  MEMBRANE 


SOIL  CONTAINER 
INSERT 


SOU  CONTAINER 


SECTION  A-A 


Fig.  4.  5-in.-diam  uniaxial  strain  test  device 


PLAN 


-  dynapak  load 

COLUMN  ADAPTER 


LVDT  CO/L 
SUPPORT  COLUMN  - 


LVDT  COIL 
SUPPORT  PLATE 


FLUID  CONTAINER- 


FLUID  CONTAINER 
iNSERT  - 


FLUID  PRESSURE 
INLET - 


-UPPER  ASSEMBLY 
CONTAINER  PLATE 


- FLUSH  MOUNTED 
PRESSURE 
TRANSDUCER 

-FLEXIBLE  MEMBRANE 


-  SOIL  container 

INSERT 

-LATERAL  PRESSURE 
CHAMBER 

\\SV>- - SO'L  CONTAINER 


SECTION  A-A 


Fig.  5 


Adjustable  lateral  stress  uniaxial  strain  test  device 


Fig.  10.  Steel  doughnut  surrounding  undisturbed  specimen  in  soil  container 

for  5-in.-diam  test  device 


Fig.  12.  Wire  saw  being  used  to  separate  soil  sample  after  rough  machine 

cuts  through  steel  Shelby  tube 


Fig.  13-  Rough-cut  Shelby-tube  ring  specimen  with  exposed,  soil  partially- 

coated  with  protective  wax 


Fig.  14.  Fine-machined  Shelby-tube  ring  specimen  with  prot  ;ding  ends  of 

exposed  and  wax-protected  soil 


DRIVING 

SLEEVE 


UPPER 

COLLAR 

SMALL 

SUPPORT 

SLEEVE 

SPECIMEN 

CONTAINER 

RING 

LARGE 

SUPPORT 

SLEEVE 

LOWER 

COLLAR 

CUTTING 

SHOE 


3.6-IN.- Dl AM  SOIL  SAMPLER 


ADAPTER  FOR  5-IN.-  DIAM 
UNIAAiAL  STRAIN  TEST  DEVICE 


Fig.  1 6.  Sampler  for  obtaining  3.6-in. -diam  by  0.9-in. -high  ring-encased 
soil  specimens  and  adapter  for  5-in. -diam  uniaxial  strain  test  device 


Fig.  21.  3.6-in.-diam  specimen  being  trimmed  flush  with  container  ring  and 
test  device  adapter  after  removal  of  cutting  shoe,  large  support  sleeve,  and 

lower  collar 


Fig.  22.  3.6-in. -diam  specimen  and  adapter  ready  for  insertion  into  5-in.- 

diam  uniaxial  strain  test  device 


r; 


>p 

0s 

to 

z 

< 

rr 

i- 

(0 

_) 

< 

u 

h- 

cr 

u 

> 


0.4 


0.8 


I.2L. 


a  300 


400 


_  300 

<0 

CL 

<0 

CO 

£200 

H 

(0 

2,0. 

h* 

a: 

LU 

> 


Fig.  23.  Dynamic  uniaxial 


r  =  30  MSEC 


B 

577 

?A/N 

SS 

200  400  600 


T3ME,MSEC 


.train  test  A01P04  on  Reid-Bedforcl  model  sand 
3)  at  D  =93*2  percent 


VERTICAL  STRAIN 


VERTICAL  STRAIN,  °/< 


(/) 

Q. 


26.0  MSEC 


n 


V, 


2.5 
5.0 

7.5 


Fig.  25.  Dynamic  uniaxial  strain  cest  UL2  on  tan  silty  clay  (CL) 

Vicksburg  loess 


VERTIC 


y  500 


h* 

a 

ui 

> 


0 


Pig.  27.  Dynamic 


STRESS 


.1  strain  test  PF  7.8.1  on  brown  sandy  silt  (ML) 
‘rom  f'ufi'ield,  Canada 


VERTICAL  STRESS,  PSI 


VERTICAL  STRAIN,  %  - 

I _ I _ I - 1 - 1 - - J 

0  100  200  300  400 

HORIZONTAL  STRESS,  PSI - 


i I 
| 

I 


? 


i 


* 


Fir.  28. 


Static  uniaxial  strain  test  M  1.13.1  on  brown  sandy  clay  (CL) 
from  Valley  City,  North  Dakota 


) 


5 

I 


DISTRIBUTION  LIST 


Address 


No.  of 
Copies 


Army 


Chief  of  Research  and  Development,  Department  of  the  Army 
ATTN:  Atomic  Office  1 

CRDES  1 

Washington,  D.  C.  20310 

Chief  of  Engineers,  Department  of  the  Army 

ATTN :  ENGTE  1 

ENGCW  1 

ENGMC  1 

Washington,  D.  C.  20315 

Director  of  Civil  Defense,  Office  of  the  Secretary  of  the  Army  1 

ATTN:  Mr.  George  Sisson  (RE -ED) 

Washington,  D.  C.  20310 

Commanding  General,  The  Engineer  Center  1 

ATTN:  Assistant  Commandant,  Engineer  School 
Fort  Belvoir,  Va.  22060 

District  Engineer,  U.  S.  Army  Engineer  District,  Omaha  1 


6012  U.  S.  Post  Office  and  Court  House 
215  North  17th  Street 
Omaha,  Nebr.  68101 

Director,  Nuclear  Cratering  Group  1 

U.  S.  Army  Corps  of  Engineers 

Lawrence  Radiation  Laboratory 

P.  0.  Box  8o8 

Livermore,  Calif.  9**550 

Division  Engineer,  U.  S.  Army  Engineer  Division,  Huntsville 
ATTN:  Mr.  T.  R.  Wathen  1 

Mr.  G.  T.  Mahoney  1 

P.  0.  Box  1600,  West  Station 
Huntsville,  Ala.  35807 


Navy 

Commander,  Naval  Facilities  Engineering  Command,  Navy  Dept.  1 

Washington,  D.  C.  20370 


1 


Address 


No.  of 
Copies 


Navy  (Continued) 

Officer-in-Charge,  U.  S.  Naval  Civil  Engineer  Corps  Officer  School  1 
U.  S.  Naval  Construction  Battalion  Center 
Port  Hueneme,  Calif.  930^1 

Commanding  Officer  &  Director 

U.  S.  Naval  Civil  Engineering  Laboratory 

ATTN :  Library  1 

Mr.  C.  R.  White  1 

Port  Hueneme,  Calif.  930^1 


Air  Force 


Air  Force  Systems  Command,  Andrews  Air  Force  Base  1 

ATTN:  RDRWA 
Andrews  AFB 

Washington,  D.  C  20331 

Space  and  Missile  Systems  Organization  1 

ATTN:  SAMSO  (SM^NM) 

Norton  Air  Force  Base,  Calif.  92k09 


Air  Force  Weapons  Laboratory 

ATTN :  Library  1 

WLDC  1 

1LT  J.  L.  Bratton  1 

Kirtland  AFB,  N.  Mex.  87117 

Director,  U.  S.  Air  Force  Project  RAND  1 


Via:  U.  S.  Air  Force  Liaison  Office 

The  RAND  Corporation 

ATTN :  Library 

1700  Main  Street 

Santa  Monica,  Calif.  90b06 

Director  of  Civil  Engineering  1 

Headquarters,  USAF 
ATTN:  AFOCE 

Washington,  D.  C.  20330 

Other 

Director,  Defense  Atomic  Support  Agency  5 

ATTN :  SPSS 

Washington,  D.  C.  20301 


2 


Address 


No.  of 
Copies 


Other  (Continued) 


University  of  California 
Lawrence  Radiation  Laboratory 
ATTN:  Technical  Information  Division 
P.  0.  Box  008 
Livermore,  Calif.  91(550 

Director,  Advanced  Research  Projects  Agency 
ATTN :  NTDO 

Washington,  D.  C.  20301 

Director,  Defense  Intelligence  Agency 
AITN:  DIAAP-IK2 
Washington,  D.  C.  20301 

Massachusetts  Institute  of  Technology 
Division  of  Sponsored  Research 
ATTN:  Dr.  Robert  V.  Whitman 
77  Massachusetts  Avenue 
Cambridge,  Mass.  02139 

University  of  Illinois,  Urbana  Campus 
ATTN:  Professor  M.  T.  Davisson 

Professor  A.  J.  Hendron,  Jr. 
Professor  N.  M.  Newmark 
Professor  R.  B.  Peck 
Department  of  Civil  Engineering 
U.'bana,  Ill.  6l801 

URS  Corporation 
ATTN:  Mr.  Harold  Mason 
l8ll  Trousdale  Drive 
Burlingame,  Calif.  94010 

Paul  Weidlinger,  Consulting  Engineer 

ATTN:  Dr.  M.  L.  Baron 

777  Third  Avenue 

New  York,  N.  Y.  10017 

TRW  Space  Technology  Laboratories 
ATTN:  Mr.  Jerry  Carpenter 
Mr.  Norman  Lipner 
Mr.  Phil  H.  Huff 
One  Space  Park 

Redondo  Beach,  Calif,  90278 


1 


1 


1 


1 


1 

1 

1 

I 


1 


1 


1 

l 

1 


3 


Battelle  Memorial  Institute  1 

ATTN:  Mr.  R.  W.  Klingesmith 
505  King  Avenue 
Columbus,  Ohio  43201 

Agbabian-Jacobsen  Associates,  Engineer  Consultants  1 

8939  South  Sepulveda  Boulevard,  Suite  340 
I/'s  Angeles,  Calif.  900^5 

General  Motors  Corporation  1 

Manufacturing  Development 
Technical  Center 
Warren,  Mich.  48090 

Science,  Systems  &  Software  1 

ATTN:  Mr.  J.  M.  Walsh 
P.  0.  Box  1620 
La  Jolla,  Calif.  92037 

Applied  Theory,  Inc.  1 

ATTN:  Dr.  John  G.  Trulio 
1728  Olympic  Blvd. 

Santa  Monica,  Calif.  90404 

Physics  International  Company  1 

ATTN:  Dr.  Charles  Godfrey 

2700  Merced  Street 

San  Leandro,  Calif.  94577 

Aerospace  Corporation  1 

ATTN:  Dr.  S.  B.  Batdorf 

1111  E.  Mill  Street 

San  Bernardino,  Calif.  92408 

The  Boeing  Company,  Aerospace  C-roup 
Missile  and  Information  Systems  Division 

ATTN:  Mr.  H.  G.  Leistner  1 

Mr.  Ken  Levien  1 

P.  0.  Box  3985 
Seattle,  Wash.  98124 

IIT  Research  Institute  1 

ATTN :  Library 
Chicago,  Ill.  60616 


4 


Address 


No.  of 
Copies 


Other  (Continued) 


University  of  New  Mexico 

Civil  Engineering  Research  Facility 


ATTN:  Dr.  G.  Triandafilidis  1 

Mr.  Del  Calhoun  1 

F.  0.  Box  188,  University  Station 
Albuquerque,  N.  Mex.  87106 

Stanford  Research  Institute  1 

ATTN:  Mr.  Fred  M.  Sauer 
Menlo  Park,  Calif.  9^029 

Suffield  Experimental  Station  1 

Defence  Research  Board 
Ralston,  Alberta,  Canada 

Professor  Ralph  E.  Fadum  1 


North  Carolina  State  University 
Box  5628 

Raleigh,  N.  C.  27607 

Mr.  John  Foss  1 

Outside  Structures  Department 
Bell  Telephone  Laboratories 
Whippany,  N.  J.  07981 

Dr.  J.  R.  Hall,  Jr.  1 

Department  of  Civil  Engineering 
The  University  of  Michigan 
Ann  Arbor,  Mich.  48104 

Dr.  Delon  Hampton  1 

Department  of  Civil  Engineering 
Howard  University 
Washington,  D.  C.  20001 

Associate  Professor  Raymond  J.  Krizek  1 

Department  of  Civil  Engineering 

Technological  Institute 

Northwestern  University 

Evanston,  Ill.  60201 

Professor  Gerald  A.  Leonards  1 

School  of  Civil  Engineering 
Purdue  University 
Lafayette,  Ind.  47907 


5 


Address 


No.  of 
Copies 


Other  (Continued) 


Professor  F.  E.  Richart,  Jr. 

Department  of  Civil  Engineering 
The  University  of  Michigan 
Ann  Arbor,  Mich.  48104 

Mr.  L.  Schindler 
Office,  Chief  of  Engineers 
ATTN:  ENGMC-EM 
Department  of  the  Army 
Washington,  D.  C.  20315 

Dr.  Ernest  T.  Selig 
Department  of  Civil  Engineering 
State  University  of  New  York 
Buffalo,  N.  Y.  14214 

Professor  L.  J.  Thompson 
Department  of  Civil  Engineering 
Texas  A&M  University 
College  Station,  Tex.  77843 

Professor  Aleksander  B.  Vesic 
Department  of  Civil  Engineering 
Duke  Univer.  '.ty 
Durham,  N„  C.  27706 

Mr.  0.  F.  Weissmann 
Room  IB-124,  Bell  Telephone  Laboratories 
Murray  Hill,  N.  J.  07571 

Mr.  Stanley  D.  Wilson 
Shannon  and  Wilson,  Inc. 

1105  North  38th  Street 
Seattle,  Wash.  98103 

Shock  Hydrodynamics ,  Inc. 

ATTN:  Dr.  Bob  Bjork 
15010  Ventura  Boulevard 
Sherman  Oaks,  Calif.  91403 

Dr.  B.  B.  Mazanti 
School  of  Civil  Engineering 
Georgia  Institute  of  Technology 
Atlanta,  Ga.  30332 


1 


1 


1 


1 


1 


1 


1 


1 


1 


6 


Address 


No.  of 
Copies 


Other  (Continued) 


Dr.  J.  K.  Poplin  1 

Department  of  Civil  Engineering 
Louisiana  State  University 
Baton  Rouge,  La.  708CR 


7 


Unclassified 

Security  CUnific  ion 


DOCUMENT  CONTROL  DATA  •  R  t.  D 

fSacurlty  ctaaalllcatlon  of  tltl m  body  of  mbtUact  and  Indaxlnf  annotation  mu*/  ba  aniarad  whan  Uta  overall  r«porf  la  ctmaatltad) 

t  originating  ACTIVITY  (Corpct.t.  author) 

U.  S.  Arnty  Engineer  Waterways  Experiment  Station 
Vicksburg,  Mississippi 

2*.  REPORT  SECURITY  CLASSIFICATION 

Unclassified 

26.  CROUP 

J  REPORT  ' 


UNIAXIAL  STRAIN  TESTING  OF  SOI IS  FOR  BLAST-ORIENTED  PROBLEMS 


4  OESCRIPTIVE  Notes  ( Typ a  of  r*porf  and  Inclualta  dmtma) 

Final  report 

e  Au  THORIJI  (Flrat  namo,  mlddtr  Initial,  laat  nama) 


John  G.  Jackson,  Jr. 


0.  REPORT  OATE 

7a.  TOTAL  NO.  OF  PAGES 

76.  NO  OF  REFS 

September  1968 

38 

4 

M.  CONTRACT  OR  GRANT  NO 

•4.  ORIGINATOR'S  REPORT  NUMTtER(S) 

6.  PRO-EC  T  NO. 

Miscellaneous  Paper  3 

1-68-17 

c.  9b.  OTHER  REPORT  NO(S)  (Any  othar  nu*i6«f*  lb»t  si my  ba  aaal&ad 

thl a  raport) 


A 

10  OI3TR1AUTION  STATEMENT^ 


This  document  has  been  approved  for  public  release  and  sale;  its  distribution  is 
unlimited. 


SI.  SUPPLEMENTARY  NOTES 

IJ.  IWONlOfHNG  MILITARY  ACTIVITY 

Defense  Atomic  Support  Agency 
Washington,  D.  C. 

IS.lkESTRACT 

The  soil  '•tress-strain  relations  of  most  interest  for  blast-oriented  problem  analyses 
are  those  obtained  from  tests  in  which  controlled  impulsive  stresses  are  applied  to 
soil  specimens  confined  so  as  to  deform  in  an  undrained  state  of  uniaxial  strain. 
Unique  uniaxial  strain  test  equipment  and  procedures  currently  in  use  at  the  U.  S. 
Army  Engineer  Vfaterw^s  Experiment  Station  for  conducting  both  fundamental  research 
studies  and  investigations  of  field  sites  are  briefly  described  herein.  Special 
procedures  for  producing  laboratory-prepared  and  undisturbed  test  specimens  of  nigh 
quality  are  a.l  so  described  along  with  test  results  obtained  from  a  wide  variety  of 
soil  types. 
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